
12 INview ventilation tools

1. Current curves

2. Reference curve
3. Number of breaths axis
4. FRC volume axis
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Figure 12-1 • FRC INview graph

Important Do not change any ventilation settings, perform any procedures that 
alter ventilation settings, perform a nebulization procedure, or remove 
an airway module during this procedure. These actions stop the 
current measurement, resulting in invalid data shown as dashes.

Important Ensure that the airway module has warmed up for 30 minutes before 
performing an FRC procedure.

1. Push Spirometry.

2. Select FRC INview.

3. Set the FRC O2.
• The FRC O2 is adjustable to within plus or minus 10% of the 

set O2 value. The FRC O2 setting is the value used for the 
nitrogen washout calculation.

4. Set the Series Interval time if performing a series of procedures.
• Set to 1 to 12 hours.

5. Select Start Single or Start Series.
• The menu item changes to Stop Single or Stop Series.
• The delivered O2 changes to the FRC O2 setting.
• ‘FRC On’ shows in the flow waveform field.
• ‘Calculating FRC’ shows in the general message field.

Important The series will cancel if the set O2 is decreased during a series 
interval when the FRC O2 was originally set lower than the O2. This 
prevents an unintended lower setting of FRC O2.


