
Chapter 3

General information
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Graphical user interface
Through the graphical user interface (Figure 3-6) you make ventilator settings 
and view ventilator and patient data. During ventilation, the upper screen 
displays alarms and patient data. The middle screen displays real-time 
waveforms and alarm and informational messages. The lower screen lets you 
access modes and other ventilator settings, display help information, and see 
the power status.
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Figure 3-6: Parts of graphical user interface
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Window/window tabs
(see page 6-1)

Help button
(see page 6-14)

Waveforms window
(see page 7-1)

Patient data window
(see page 7-1)

Power symbols
(see page 5-5)

Alarm status bar
(see page 8-2)


