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Function descriptions pneumatic assembly
Expiratory valve/expiratory flow sensor

 

Connections and inter-
faces

The following illustration show an overview of the existing pneumatic and 
electrical interfaces mentioned in the function description.

Fig. 17  Pneumatic and electrical interfaces

Item Pneumatic interfaces Item Electrical interfaces

C6-
EV1

Connection for pressure mea-
surement

M15.1 Valve drive (M15.1) to 
Connector PCB

C5- 
EV2

Optional ejector connection 
for expiratory valve (HFV)

S4 Flow sensor (S4) to PV-
Monitoring PCB M4.1

C11 Ventilation tube connection 
port

S23 Flow sensor switch to Con-
nector PCB (not shown)


