
Engström Carestation

Ventilator display
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1 Alarm silence symbol Displays the time remaining during an alarm silence or alarm suspend period.
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Figure 2-5 • Normal Screen view

and countdown
2 Alarm message 

fields
Alarms will appear in order of priority. Refer to “Alarms and Troubleshooting” for more 
information on alarm behavior.

3 Waveform fields The top two waveforms are permanently set to Paw and Flow. The third waveform may 
be selected as CO2, O2, Vol, Paux, or Off.

4 General message 
field

Displays informational messages.

5 Clock The time may be set in 12 or 24 hour format in the Time and Date menu.
6 Patient type icon Displays Neonatal, Pediatric, or Adult patient type mode.
7 Measured value 

fields
Displays current measured values corresponding to the waveforms.

8 Digit field Displays information related to Volume, CO2, O2, Compliance, Metabolics, Spirometry, or 
Volume per Weight.

9 Ventilator settings Displays several of the settings for the current mode of ventilation.


