
3 Hardware options

8. Observe nebulizer for proper operation. During continuous 
nebulization, the nebulizer is on continuously and the 
medication is nebulized on a drop by drop basis. Nebuliza-
tion should be visible with regular intermittent pauses. 
Medication level in the nebulizer reservoir should not rise 
during use.

Figure 3-13. Aeroneb solo nebulizer

3.3.6.1  Setting the flow-rate for continuous nebulization

1. The input rate of medication into the Aeroneb® nebulizer 
during continuous nebulization must not exceed 0.2 ml per 
minute or 12 ml per hour. Dose volumes and concentra-
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tions must be calculated accordingly.

2. Observe nebulizer for proper operation. Nebulization is 
visible with regular intermittent pauses.

3. During continuous nebulization operation, the nebulizer 
is ON continuously and the medication is nebulized on 
a drop-by-drop basis as it reaches the aerosol generator.


