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The clinician must ensure that the total resistance of the patient circuit and ventilation accessories 
does not exceed 6 hPa for a flow rate of 60 L/min for adult ventilation, or for a flow rate of  
30 L/min for paediatric ventilation.

This circuit type can be used with or without a proximal pressure line.

1 – Without proximal pressure line 

Connecting the horizontally-ribbed tube to the insufflation cone on the device.
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Figure 4.2: Illustration of assembly with the VS Integra. Patient circuit with a vented full face mask.

2 – With proximal pressure line 

This type of assembly optimises the operation of the single circuit (trigger, maintaining pressure).
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Figure 4.3: Illustration of assembly with the VS Integra. Patient circuit with vented full face mask  
and proximal pressure line.


