
2 – Single circuit with proximal pressure line

(Factory configuration)

Figure 4.8: Illustration of assembly with the VS Ultra. Patient circuit with expiratory valve and  
proximal pressure line, used with a non-vented full face mask.

The following figure illustrates in detail how to connect the patient circuit to the single circuit 
support on both devices:

1. Connecting the  circuit to the air outlet on the device.
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2. Connecting the valve (PEEP) control tube.
3. Connecting the proximal pressure line.
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Figure 4.9: Detailed view of connection to the VS Ultra (left) and VS Integra (right) single circuit 
support.

Note: A proximal pressure line must be connected for volumetric modes.


